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[FAQ – EFW Range]

• Question
Can I configure EFW(Estimated Fetal Weight) to be 
displayed with or without a range?

• Answer

When EFW Range is turned On, 
EFW will be displayed along with its error margin.

■ Path: Setup > Measurement > Application Options 

• The error margin is displayed only when the unit is set to grams (g).
• You can configure the fetal weight measurement unit in EFW Unit settings.
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