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2[FAQ – Display Tx Frequency]

• Question
The frequency in 2D mode is displayed as PEN, GEN, 
RES. Where can I set it to display as numerical values 
(MHz)?

• Answer

To display the transmission frequency, 
check the checkbox for Display Tx Frequency.

If you want to display the frequency as a range of 
received frequencies, additionally check Rx Frequency 
Range checkbox.

■ Path: Setup > Imaging > Display

• Res (Resolution): High-frequency
• Gen (General): Mid-frequency
• Pen (Penetration): Low-frequency


