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2[FAQ – Auto Measure]

• Question
After pressing Freeze, 
Auto Measure button is not visible on the touchscreen.

• Answer

Activate ViewAssist™ by clicking On.

* ViewAssist™ is a feature that automatically 
categorizes ultrasound images. To use Auto Measure
and Auto Annotation, it must be turned On. 

■ Path: Setup > Assist > General

Start Auto Measure by Pressing Measure Key
• When the checkbox is checked: Auto Measure is activated by pressing Measure

key on the control panel.
• When unchecked: Auto Measure is activated by touching Auto Measure button 

on the touchscreen. 


